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Fage 147
510{(K) Summary MAR 25 2013

This summary of safety and effectiveness is provided as part of this Premarket Notification in
compliance with 21 CFR, Part 807, Subpart E, Section 807.92.

1) Submitter’s name, address, telephone number, contact person:

FUJIFILM SonoSite, Inc.
21919 30" Drive SE
Bothell, WA 98021-3904

Corresponding Official: Scott Paulson

Manager, Regulatory Affairs
E-mail: Scott.Paulson@sonosite.com
Telephone: {425) 951-6926
Facsimile: {425) 491-8356
Date prepared: December 21, 2012

2} Name of the device, including the trade or proprietary name if applicable, the common
or usual name, and the classification name, if known:

Common/ Usual Name
Diagnostic Ultrasound System with Accessories

Proprietary Name
SonoSite Maxx™ Series Ultrasound System (subject to change)

Classification Names

Name ' FR Number | Product Code

Ultrasonic Pulsed Doppler Imaging System 892.1550 90-IYN
Ultrasonic Pulsed Echo Imaging System 892.1560 90-1YO
Diagnostic Ultrasound Transducer 892.1570 90-1TX
Picture Archiving and Communications System 892.2050 LLZ

3} Identification of the predicate or legally marketed device:

FUJIFILM SonoSite, Inc. believes that the Systen"] described in this Submission is substantially
equivalent to a combination of the SonoSite Maxx™ Series Ultrasound System (K082098,
K101757), the SonoSite Edge' Ultrasound System (K113156), the Terason t3000 Ultrasound
System (K112953).
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4} Device Description:

The SonoSite Maxx Series Ultrasound System is a full featured, general purpose, software
controiled, diagnostic ultrasound system used to acquire and display high-resolution, real-time
ultrasound data in a number of exam types and clinical applications. The SonoSite Maxx Series
is a design that readily lends itself to be configured to specific ultrasound imaging applications
through physical packaging adaptations and system feature selections. Maxx Series can
operate on either battery or AC power.

53} Intended Use:

The SonoSite Maxx Series Ultrasound System is a general purpose ultrasound system intended
for use by a qualified physician for evaluation by ultrasound imaging or fluid flow analysis of the
human body. Specific clinical applications include: Ophthalmic, Fetal - OB/GYN, Abdominal,
Intraoperative {abdominal organs and vascular), intra-operative (Neuro.), Pediatric, Small Organ
{breast, thyroid, testicle, prostate), Neonatal Cephalic, Adult Cephalic, Trans-Rectal, Trans-
Vaginal, Musculo-skeletal (Conventional}, Musculo-skeletal (Superficial), Cardiac Adult, Cardiac
Pediatric, Trans-esophageal (cardiac), Peripheral Vessel
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7) Determination of Substantial Equivalence:

Summary of Non-Clinical Tests:

The SonoSite Maxx Series Ultrasound System has been evaluated for electrical, thermal,
mechanical and EMC safety. Additionally, cleaning/disinfection, biocompatibility, and acoustic
output have been evaluated, and the device has been found to conform to all applicable
mandatory medical device safety standards. The Maxx Series system also complies with
voluntary standards which are detailed in Table 1.1-1 and 1.1-2 of this premarket submission.
Assurance of quality was established by employing the following elements of product
development: Design Phase Reviews, Risk Assessment, Requirements Development, System
and Software Verification, Hardware Verification, Safety Compliance Verification, Clinical
Validation, Human Factors Validation. All patient contact materials are biocompatible. Reports
for these elements of product development are referenced in Attachment 6.

Summary of Clinical Tests: _
The SonoSite Maxx Series Ultrasound System and transducers did not require clinical studies to
support the determination of substantial equivalence.

The SonoSite Maxx Series Ultrasound System is designed to comply with the following'
standards. -

FDA Consensus Standards

Reference No. Title

AAMIJANSI/ISO 10993-1 ISO 10993-1:2003(E), Biological evaluaticn of medical devices — Part 1; Evaluation
and testing

AAMIJANSINISO 10993-5 | I1ISO 10993-5:2008, Biological evaluation of medical devices -- Part 5. Tests for In
Vitro cytotoxicity

AAMIJANSINSO 10993-12 | 1ISO 10993-12:2007, Biological evaluation of medical devices — Part 12: Sample
preparation and reference materials

AAMIFANSIASO 10993-10 | ISO 10993-10:2002, Biclogical evaluation of medical devices - Part 10: Tests for
irritation and delayed-type hypersensitivity

AAMI/ANSIASO 10993-11 | 1SO 10993-11:2008, Biclogical evaluation of medical devices -- Part 11: Tests for
systemic toxicity.

IEC 60601-1 IEC 60601-1:1988, Medical Electrical Equipment - Part 1. General Requirements
for Safety, 1988; Amendment 1, 1991-11, Amendment 2, 1995

IEC 60601-1-1 IEC 60601-1-1;2000, Medical electrical equipment — Part 1-1: General requirements
for safety - Collateral standard: Safety requirements for medical electrical systems

IEC 60601-1-2 IEC 60601-1-2:2007, Medical electrical equipment - Part 1-2: General requirements
for basic safety and essential performance - Collateral standard: Electromagnetic
compatibility - Requirements and tests {Edition 3)

|[EC 60601-1-4 |EC 60601-1-4;2000 Consol. Ed. 1.1, Medical electrical equipment - Part 1-4;
General requirements for safety -- Collateral standard: Programmable electrical
medical systems, edition 1.1
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IEC B0601-2-37 IEC 60601-2-37:2001, Particular Requirements for the Safety of Ultrasonic
Medical Diagnostic and Monitoring Equipment

NEMA UD 2-2004 Acoustic Ogtput Measurement Standard for Diagnostic Ultrasound Equipment

NEMA UD 3-2004 Standard for Real-Time Display of Thermal and Mechanical Acoustic Qutput Indices
on Diagnostic Ultrascund Equipment, American Institute of Ultrasound in Medicine

AAMI/ANSI EC53 AAMI / ANSI EC53:1995/(R) 2008, ECG cables and leadwires

AIlUM MUS AIUM MUS, Medical Ultrasound Safety

I1ISO /FDIS 152231 Medical devices - Symbols {o be used with medical device labels, labelling, and

information to be supplied - Part 1: General requirements

Miscellaneous Standards

Reference No. Title

Title 21 CFR Pant 820 | quality System Regulation — Medical Devices; Current Good Manufacturing Practice
(CGMPY}; Final Rule

IS0 9001 ISC 9001:2008, Quality management systems -- Requirements Internationat
Organization for Standardization

1SO 13485 I1ISC 13485:2003, Medical devices - Quality management systems — Requirements for
regulatory purposes

IS0 14971 I1SO 14971:2007, Medical devices — Application of risk management to medical devices

RTCA D160E Radic Technical Commission for Aeronautics: Environmental Conditions and Test

Procedures for Airborne Equipment, Section 21.0 Emission of Radio Frequency Energy

CAN/CSA C22.2 CANICSA C22.2, No. 60601-1, Canadian Standards Association, Medicai Electrical
Equipment-Part 1. General Requirements for Safety

EN 60529 Degrees of protection provided by enclosures (IP Code) {1992)

UL 94 Underwriters Laboratories, Inc., Tests for Flammability of Plastic Materials for Parts in

Devices and Appliances, 5™ Edition

CISPR 11 International Electrotechnical Commission, International Special Committee on Radio
Interference. Industrial, Scientific, and Medical {ISM) Equipment - Radio-Frequency
Disturbance Characteristics-Limits and Methods of Measurement. Classification for the
ultrasound system, docking system, accessories, and peripherals when configured
together: Group 1, Class A.

NEMA PS 3.15 Radio Technical Commission for Aeronautics, Environmental Conditions and Test
- Pracedures for Airborne Equipment, Section 21.0 Emission of Radio Frequency
Energy, Category B. 118

HIPAA The Health Insurance and Portability and Accountability Act, Pub.L.. No. 104-191
45 CFR 160, General Administrative Requirements
45 CFR 164, Security and Privacy
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8} Conclusion:

Intended uses and other key features are consistent with traditional clinical practice and FDA
guidance. The product development process conforms to 21 CFR 820, ISO 9001 and I1SO 13485
quality systems. The device conforms to applicable electro medical device safety standards
with compliance verified through independent evaluation and ongoing factory audits. Medical
diagnostic ultrasound has an established history of safety and effectiveness. It is the opinion of
FUJIFILM SonoSite, Inc. that the SonoSite Maxx™ Series Ultrasound System is substantially
equivalent with regard to safety and effectiveness to other devices already cleared for market.
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DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service

ALT
P "4#

¥,

" ﬁ Food and Drug Administration
v 10903 New Hampshire Avenug
Document Control Center - WO66-G609
Silver Spring. MD 209930002

March 25, 2013
FujiFilm SonoSite, Inc.
% Mr. Mark Job
Responsible Third Party Official
Regulatory Technology Services, LLC
1394 24" Street NW
BUFFALO MN 53313

Re: K130173
Trade/Device Name: SonoSite Maxx'™ Series Ultrasound System
Regulation Number: 21 CFR 892.1550
Regulation Name: Ultrasonic pulsed doppler imaging system
Regulatory Class: Class [
Product Code: TYN, IYO, ITX, LLZ
Dated: March 12, 2013
Received: March 13,2013

Dear Mr. Job:

We have reviewed your Section 510(k) premarket notification of intent to market the device
referenced above and we have determined the device is substantially equivalent (for the
indications for use stated in the enclosure} to legally marketed predicate devices marketed in
interstate commetrce prior to May 28, 1976, the enactment date of the Medical Device
Amendments, or to devices that have been reclassified in accordance with the provisions of the
Federal Food, Drug, and Cosmetic Act (Act). You may, therefore, market the device, subject to
the general controls provisions of the Act. The general controls provisions of the Act include
requirements for annual registration, listing of devices, good manufacturing practice, labeling,
and prohibitions against misbranding and adulteration.

This determination of substantial equivalence applies to the following transducers intended for
use with the SonoSite Maxx™ Series Ultrasound System as described in your premarket

notification:

Transducer Model Number

P11x/10-5 HFL38x/i3-6 P10x/8-4
L38xi/10-5 HFL50x/15-6 P21x/3-1
C8x/8-5 ICTx/8-5 SLAx/13-6
Cl1x/8-5 L25x/13-6 TEEx/8-3
D2x/2 L38x/10-5

C60x/5-2 L52x/10-5



Page 2 — Mr. Mark Job

If your device is classified (see above) into either class Il (Special Controls) or class Il (PMA), it
may be subject to such additional controls. Existing major regulations affecting your device can
be found in the Code of Federal Regulations, Title 21, Parts 800 to 895. In addition, FDA may

publish further announcements concerning your device in the Federal Register.

Please be advised that FDA’s issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act’s requirements, including, but not limited to: registration and listing (21
CFR Part 807); labeling (21 CFR Part 801); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 531-542 of the Act); 21 CFR 1000-1050.

This letter will allow you to begin marketing your device as described in your premarket
notification. The FDA finding of substantial equivalence of your device to a legally marketed
predicate device results in a classification for your device and thus permits your device to
proceed to market.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), please
go to http://www. fda.gov/AboutFDA/CentersOttice ssyCDRI/CDRHOftices/uem 1 13809 . hum for
the Center for Devices and Radiological Health’s (CDRH’s) Office of Compliance. Also, please
note the regulation entitled, “Misbranding by reference to premarket notification” (21CFR Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CFR Pan 803), please go to
hrtp:/www.fda.gov/MedicalDevices/Satety/ReportaProblem/default.htm for the CDRH’s Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

If you have any questions regarding the content of this letter, please contact Mr. Joshua Nipper at
(301) 796-6524.

Sincerely yours,

o)

Janine M. Morris
Director, Division of Radiological Health
Office of In Vitro Diagnostics
and Radiological Health
Center for Devices and Radiological Health

Enclosures



Indications for Use Form

510(k) Number (if known): TBD
Device Name: SonoSite Maxx™ Series Ultrasound System
Indications for Use:

The SonoSite Maxx™ Series Ultrasound System is a general purpose ultrasound system intended for
use by a qualified physician for evaluation by ultrasound imaging or fluid flow analysis of the human
body. Specific clinical applications include: Ophthalmic, Fetal - OB/GYN, Abdominal, Intracperative
(abdominal organs and vascular), Intra-operative (Neuro.), Pediatric, Small Organ (breast, thyroid,
testicle, prostate), Neonatal Cephalic, Adult Cephalic, Trans-Rectal, Trans-Vaginal, Musculo-skeletal
{Conventional), Musculo-skeletal (Superficial), Cardiac Adult, Cardiac Pediatric, Trans-esophageal
{cardiac), Peripheral Vessel.

Prescription Use X AND/OR QOver-The-Counter Use
(Part 21 CFR 801 Subpart D) (21 CFR 801 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE OF NEEDED)

Concurrence of CDRH, Office of In Vitro Diagnostic Devices (OIVD)

W;};)

Division Sign-Off
Office of In Vitro Diagnostic Device
Evaluation and Safety

510(k) _K130173

Page 1 of 1

Indications for Use ' Section 1.3



Table 1.3- 1 Diagnostic Ultrasound Indications for Use Form — SonoSite Maxx™ Series

Ultrasound System

System: SonoSite Maxx™ Series Ultrasound System
Transducer: N/A ‘
intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as
follows:
Clinical Application Mode of Operation
Color Combined Other
B M PWD CwWD Doppler (Spec.) {Spec.)
B+M: B+PWD;
Ophthalmic P P P P B+CD
B+M; B+PWD;,
Fetal P P P P B+CD Note 1
B+M; B+PWD;
Abdominal P P P P P B+CWD; B+CD Note 1
Intra-operative (Abdominal B+M: B+PWD;
organs and vascular) P P P P B+CD Note 1
B+M; B+PWD;,
Intra-operative (Neuro.) P P P P B+CD Note 1
Laparoscopic
B+M; B+PWD,
Pediatric P P | P P B+CWD; B+CD Note 1
Small Organ (breast, thyroid, B+M; B+PWD;
testicles, prostate) P P P P B+CD Note 1
B+M; B+PWD;
Necnatal Cephalic P P P P B+CD Note 1
B+M; B+PWD;
Aduit Cephalic P P P P B+CD Note 1
B+M; B+PWD;
Trans-rectal P P P P B+CD Note 1
B+M; B+PWD;
Trang-vaginal P P P P B+CD Note 1
Trans-urethral
Trans-esoph. (non-Card.)
B+M; B+PWD;
Musculo-skel. (Convent.) P P P P B+CD Note 1
B+M; B+PWD;
Musculo-skel. {Superfic.} P P P P B+CD Note 1
Intra-luminatl
Qther (spec.)
) B+M; B+PWD;
Cardiac Adult P P P P P B+CWD; B+CD Note 1
B+M; B+PWD,
Cardiac Pediatric P P P P P B+CWD; B+CD Note 1
B+M; B+PWD,
Trans-esophageal (card.) P P P P P B+CWD: B+CD Note 1
Other (spec.}
B+M, B+PWD;,
Peripheral vessel P P P P B+CD Note 1

Other (spec.)

N= new indication; P= previously cleared by FDA; E= added under this appendix

Additional Comments:

Note 1: Other includes color power Doppler, combined B and color power Doppler. 3-D/4-C imaging, tissue harmonic imaging, SenoRes/SonoHD imaging,
SonoMB/MBe compound imaging, tissue Doppler imaging (TD)), color TDI, elastograpny imaging, strain rate imaging, and imaging for guidance of biopsy. Color
Coppler includes velacity coler Doppler. Color Doppler can be combined with any imaging mode, Includes imaging to assist in the placement of needles and
catheters in vascular or other anatomical structures and imaging guidance for peripheral nerve block procedures. Includes imaging of spinal cord to provide
guidance for central nerve block procedures. Includes picture archiving, communications and sterage functicnality. M-Mode includes anatomical M-Mede, and
color M-Mede. System includes wireless voice activated remote éontrol capabilities, System includes the ability to perfarm measurements on recatled images.

All items marked "P"” were previously cleared in 510(k) K0B2098.

Prescription Use (Per 21 CFR 801.109)

Indications for Use

Section 1.3




Table 1.3- 2 Diagnostic Ultrasound Indications for Use Form — P11x/10-5
Transducer

System: SonoSite Maxx™ Series Ultrasound System
Transducer: P11x/10-5 MHz Transducer
Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human
hody as follows:
Clinical Application Mode of Operation
Calor Combined ~Other
B|M}| PWD CwWD Doppler (Spec.) (Spec.)
Ophthalmic
Fetal
Abdominal

intra-operative (Abdominal organs
and vascular}
Intra-operative (Neuro.)
Laparoscopic
Pediatric N|N N B+M; B+CD Note 1
Small Organ (breast, thyroid,
testicles. prostate)
Neonatal Cephalic
Adult Cephalic
Trans-rectal
Trans-vaginal
Trans-urethral
Trans-esoph. (non-Card.}
Musculo-skel. {Convent.}
Musculo-skel. (Superfic.)
Intra-luminal
Other (spec.)
Cardiac Adult
Cardiac Pediatric
Trans-esophageal (card.)
Other (spec.)
Peripheral vessel N| N N B+M; B+CD Note 1
Other {spec.)
N= new indication; P= previously cleared by FDA: E= added under this appendix

Additional Comments:

Note 1: Other includes color power Doppler, cembined B and color power Doppler. M-Mode. SonoRes/SonoHD imaging, imaging for guidance of
biopsy and imaging ¢ assist in the placement of needies and catheters in vascular or other anatomical structures. Color Doppler ¢an be combined
with any imaging mode. Can be used with disposable kit cleared with K113680.

Prescription Use (Per 21 CFR 801.109}

C g
- t.‘-h




Table 1.3-3 Diagnostic Ultrasound Indications for Use Form - L38xi/10-5

Transducer
System: SonoSite Maxx™ Series Ultrasound System
Transducer: L38xi/10-5 MHz Transducer

Intended Use:

Diagnostic ultrasound imaging or fluid flow analysis of
the human body as follows:

Clinical Application

Mode of Operation

Color Combined Other
Bl M! PAWD | CND | Doppler (Spec.} (Spec.)
Ophthalmic
Fetal
B+M, B+PWD;
Abdominal Pl P P P B+CD Note 1
B+M; B+PWD;
Intra-operative (Abdominal organs and vascular) | P | P P P B+CD Note 1
Intra-operative (Neuro.)
Laparoscopic
: B+M, B+PWD:
Pediatric P{FP P P B+CD Note 1
B+M: B+PWD;
Small Organ (breast, thyroid, testicles. prostate} | P | P P P B+CD Note 1
Neonatal Cephalic
Adult Cephalic
Trans-rectal
Trans-vaginal
Trans-urethral
Trans-esoph. {non-Card.}
B+M; B+PWD; :
Musculo-skel. (Convent.) P[P P P B+CD Note 1
B+M; B+PWD:;
Musculo-skel. (Superfic.) P|P P P B+CD Note 1
Intra-luminal
Other {spec.)
Cardiac Adult
Cardiac Pediatric
Trans-esophageal (card.}
Other (spec.)
B+M. B+PWD;, :
Peripheral vesse| PIP P P B+CD Noie 1
Other {spec.)

N= new indication; P= previously cleared by FDA; E= ad

Additional Comments:

ded under this appendix

Note 1; Other includes color power Doppler, combined B and color power Doppler, tissue harmonic imaging, SonoRes/SonoHD imaging, SonoMB/MBa
compound imaging, tissue Doppler imaging (TD1), imaging guidance for peripheral nerve block procedures, imaging of spinal cord o provide guidance
for central nerve block procedures, imaging for guidance of biopsy and imaging to assist in the placerment of néedles and catnetars in vascular or other
anatomical structures. Color Doppler includes velocity color Dappler. Colar Dopgler can be combined with any imaging mode. M-Made includes color

M-Maode.

All tems marked “P" were previcusly cleared in 510{k) £113156.

Prescription Use (Per 21 CFR 8011.109}




Table 1.3-4 Diagnostic Ultrasound Indications for Use Form — C8x/8-5 Transducer

System:

SongSite Maxx™ Series Ultrasound System

Transducer:

C8x/8-5 MHz Transducer

Intended Use:

Diagnostic ultrasound imaging or fluid flow analysis of the

human body as follows:

Clinical Application

Mode of Operation

Color Combined Other
B M PWD CWD Doppler (Spec.) {Spec.)
Ophthalmic
B+M; B+PWD;
Fetal Pl P P P B+CD Note 1
Abdominal
Intra-operative (Abdominal organs and vascular)
Intra-operative {Neurg.)
Laparoscopic
Pediatric
Small Organ (breast, thyroid, testicles. prosiate)
Neonatal Cephalic
Adult Cephalic
B+M; B+PWD;
Trans-rectal P| P P P B+CD Note 1
B+M: B+PWD;
Trans-vaginal Pl P P P B+CD Note 1

Trans-urethral

Trans-esoph. (non-Card.}

Musculo-skel. (Convent.)

Musculo-skel. (Superfic.)

Intra-luminal

Other (spec.)

Cardiac Adult

Cardiac Pediatric

Trans-esophageal {card.)

Cther {spec.}

Peripheral vessel

Other {spec.}

N= new indication; P= previously cleared by FDA; E= added under this appendix

Additional Comments:

Note 1: Other inciudes color power Doppler, combined B and color power Doppler, 3-Df4-0 imaging, tissue harmonic imaging. SonoRes/SoncHD imaging,
SonoMB compound imaging, tissue Doppler imaging {TD), elastography imaging, strain rate imaging, imaging for guidance of biopsy and imaging to assist in the
placement of needles and catheters in vascular or other anatomical structures. Color Doppler includes velocity color Doppler, Coler Dappler can be combined
with any imaging mode. M-Mode includes anatcmical M-Mode, and color M-Made,

All items marked “P" were previously cleared in 510{k) K082098,

Prescription: Use (Per 21 CFR 801.109}

Indications for Use

Section 1.3




Table 1.3-5 Diagnostic Ultrasound Indications for Use Form - C11x/8-5 Transducer

System:

SonoSite Maxx™ Series Ulirasound System

Transducer:

C11x/8-5 MHz Transducer

Intended Use:

Diagnostic ultrasound imaging or fluid flow analysis of the

human body as follows:

Clinical Application

Mode of Operation

Color Combined Other
B| M| PWD | CWD | Doppler {Spec.} {Spec.)
Ophthalmic
Fetal
B+M; B+PWD;
Abdominal Pl P P P P B+CWD: B+CD Note 1
Intra-operative (Abdominal ergans and vascular) [ P | P P P B+M; B+PWD; B+CD Note 1
Intra-operative (Neuro.) PlP P P B+M: B+PWD; B+CD Note 1
L aparoscopic
B+M. B+PWD;
Pediatric Pl P P P P B+CWD; B+CD Note 1
Small Organ {breast, thyroid, testicles. prostate}
Neonatal Cephalic PIP P P B+M; B+PWD:; B+CD Note 1
Adult Cephalic 2.
Trans-rectal
Trans-vaginal
Trans-urethral
Trans-esoph. (non-Card.)
Musculo-skel. (Convent.}
Musculo-skel. {(Superfic.)
Intra-luminal
Other (spec.)
Cardiac Adult
B+M; B+PWD:
Cardiac Pediatric P| P P P P B8+CWD; B+CD Note 1
Trans-esophageal (card.)
Other (spec.)
Pernipheral vessel Pl P P P B+M, B+PWD; B+CD Note 1
Qiher (spec.)

N= new indication; P= previously cleared by FDA; E= added under this appendix

Additional Comments:

Note 1: Other includes color power Doppler, combined B and color power Doppler, 3-D/4-D imaging. tissue harmanic imaging, ScnoRes/SonoHD imaging,
SonoMB compound imaging. tissue Deppler imaging (TDI). elastography imaging, sirain rate imaging, imaging guidance for peripheral nerve blcck procedures,
imaging for guidance of biopsy and imaging to assist in the placernent of needies and catheters in vascular or other anatomical structures. Color Doppler inciudes
velocity color Doppler. Color Deppler can be combined with any imaging mode. M-Maode includes anatomical M-Mode, and color M-Made,

All items marked “P" were previously cleared in 510{k} K082098.

Prescription Use (Per 21 CFR 801.109)

indications for Use

Section 1.3




Table 1.3-6 Diagnostic Ultrasound Indications for Use Form - D2x/2 Transducer

System:

SonoSite Maxx™ Series Ultrasound System

Transducer:

D2x/2 MHz Dual Element Circular Array

Intended Use:

Diagnostic ultrasound imaging or fluid flow analysis of the
human body as follows:

Clinical Application

Mode of Operation

B M PWD

cwD

Color
Doppler

Combined
(Spec.)

Other
{(Spec.)

Ophthalmic

Fetal

Abdominal

Intra-operative (Abdominal organs and vascular)

Intra-operative (Neuro.)

Laparoscopic

Pediatric

Small Organ (breast, thyroid, testicles. prostate)

Neonatal Cephalic

Adult Cephalic

Trans-rectal

Trans-vaginal

Trans-urethral

Trans-esoph. (non-Card.}

Musculo-skel. (Convent.)

Musculo-skel, {Superfic.)

Intra-luminal

Qther (spec.)

Cardiac Adult

Cardiac Pediatric

Trans-esophageat (card.)

Qther (spec.)

Peripheral vessel d

Other (spec.)

N= new indication; P= previously cleared by FDA; E= added under this appendix

Additional Comments:

Al items marked “P" were previously cleared in 510{k) K082098.

Prescription Use (Per 21 CFR 801,109}

Indications for Use

Section 1.3




Table 1.3-7 Diagnostic Ultrasound Indications for Use Form - C60x/5-2 Transducer

System: SonoSite Maxx™ Series Ultrasound System
Transducer: C60x/5-2 MHz Transducer :
Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the
human body as follows:
Clinical Application Mode of Operation
Color Combined Other
B| M| PWD CWD Doppler (Spec.) {Spec.)
Ophthalmic
B+M; B+PWD;
Fetal PlP P P B+CD Note 1
B+M; B+PWD;
Abdominal P| P P P B+CD Note 1
B+M; B+PWD;
Intra-operative (Abdominal organs and vascular) | P | P P P B+CD Note 1
Intra-operative (Neuro.) ’
Laparoscopic
B+M; B+PWD;
Pediatric Pl P P P B+CD Note 1

Small Organ (breast, thyroid, testicles, prostate)

Neonatal Cephalic

Adult Cephalic

Trans-rectal

Trans-vaginal

Trans-urethral

Trans-esoph. {non-Card.)

B+M, B+PWD;
Musculo-skel. {Convent.) PP P P B+CD Note 1

Musculo-skel. {Superfic.)

Intra-luminal

Other {spec.)

Cardiac Aduit

Cardiac Pediatric

Trang-esophageal (card.)

Other (spec.)

B+M; B+PWI[,
Peripheral vessel Pl P P P B+CD Note 1

Other (spec.)

N= new indication; P= previously cleared by FDA; E= added under this appendix

Additional Comments:

Nete 1: Other includes cofor power Doppler, combined B and color power Doppler, 3-D/4-D imaging, tissue harmonic imaging, SonoRes/SoneHD imaging,
SonoMB/MBe compound imaging, tissue Doppler imaging (TCI), elastography imaging, strain rate imaging, imaging guidance for peripheral nerve black
pracedures, imaging of spinal cord to pravide guidance for central nerve block procedures, imaging far guidance of biopsy and imaging to assist in the placement

of needles and catheters in vascular or other anatornical structures. Celor Doppler includes velocity color Doppler. Color Doppler can be combined with any
imaging mode. M-Mode includes anatomical M-Mode, and color M-Mode.

All iterns marked “P" were previously cleared in 510{k) K082098,

Prescription Use {Per 21 CFR 801.109)

Indications for Use Section 1.3




Table 1.3-8 Diagnostic Ultrasound Indications for Use Form - HFL38x/13-6 Transducer

System:

SonoSite Maxx™ Series Ultrasound System

Transducer:

HFL38x/13-6 MHz Transducer

Intended Use:

Diagnostic ultrasound imaging or fluid flow analysis of the

human body as follows:

Clinical Application

Mode of Operation

Color Combined Other
B[ M PWD CWD Doppler (Spec.} (Spec.)
Ophthaimic
Fetal
B+M; B+PWD;
Abdominal P| P P P B+CD Note 1
B+M; B+PWD,
Intra-operative (Abdominal organs and vascular} | P | P P P B+CD Note 1
Intra-operative {Neuro.)
Laparoscopic
B+M, B+PWD,
Pediatric P|F P P B+CD Note 1
B+M; B+PWD,
Small Organ {breast, thyroid, testicles. prostate) { P | P P P B+CD Note 1
: Neonatal Cephalic
Adult Cephalic
Trans-rectal
Trans-vaginal
Trans-urethral
Trans-esoph. (non-Card.)
B+M, B+PWD;
Musculo-skel. (Convent.) PP P P B+CD Note 1
B+M; B+PWD;
Musculo-skel. (Superfic.) PP P P B+CD Note 1
Intra-luminal
Other (spec.}
Cardiac Adult
Cardiac Pediatric
Trans-esophageal {card.)
Other (spec.}
B+M; B+PWD;
Peripheral vessel PI1P P P B+CD Note 1
Other {spec.)

N= new indication; P= previously cleared by FDA; E= added under this appendix

Additional Comments;

Neote 1: Other includes cotor power Doppler, combined B and color power Doppler, 3-Df4-0 imaging, tissue harmonic imaging, SongRes/SonoHD imaging,

SonoMB/MBe compound imaging, tissue Doppler imaging (TDI), elastegraphy imaging, sirain rate imaging, imaging guidance for peripheral nerve block

procedures, imaging of spinal cord to provide guidance for central nerve block procedures, imaging for guidance of biopsy and imaging to assist in the placement
of needles and catheters in vascular or other anatomical structures, Color Dappler includes velocity color Doppler. Color Doppler can be combined with any

imaging mode. M-Mode includes anatomical M-Mede, and color M-Mode,

Al 'rt_ams marked “P"” were previously cleared in 510(k) K082098.

Prescription Use (Per 21 CFR 801.109)

Indications for Use

Section 1.3




Table 1.3-9 Diagnostic Ultrasound Indications for Use Form — HFL50x/15-6 Transducer

System: SonoSite Maxx™ Series Ultrasound System
Transducer: HFL50x/15-6 MHz Transducer
Intended Use: : Diagnostic ultrasound imaging or fluid flow analysis of the
human body as follows:
Clinical Application Mode of Operation
Color Combined Other
B | M1 PWD CWD Doppler {Spec.} {Spec.)
Ophthalmic
Fetal
B+M; B+PWD;
Abdominal PLI P P P B+CD Note 1
B+M; B+PWD;
Intra-operative {Abdominal organs and vascularj | P | P P P B+CD Note 1
Intra-operative (Neurg.) )
Laparoscopic
B+M; B+PWD;
Pediatric P[P P . P B+CD Note 1
. B+M: B+PWD:
Small Organ (breast, thyroid, lesticles. prostate} | P P P P B+CD Note 1
Neonatal Cephalic
Adult Cephalic
Trans-rectal
Trans-vaginal
Trans-urethral
Trans-esoph. {non-Card.}
B+M; 8+PWD,
Musculo-skel. {Convent.) PIP P P B+CD Note' 1
B+M; B+PWD;
Musculo-skel. (Superfic.) P{P P P B+CD Note 1
Intra-luminal
Other (spec.)
Cardiac Adult
Cardiac Pediatric
Trans-esophageal {card.)
Other (spec.}
B+M; B+PWD;
Peripheral vessel Pl P P P B+CD Note 1
Qther (spec.)

N= new indication; P= previously cleared by FDA; E= added under this appendix

Additional Comments:

Mate 1: Other includes color power Doppler, combined B and cctor power Doppler. 3-D/4-D imaging, tissue harmonic imaging, SoncRes/SonoHD imaging.
SonoMB/MBe compound imaging, tissue Deppler imaging (TDI), elastography imaging, strain rate imaging, imaging guidance for peripheral nerve block
procedures, imaging of spinat cord to provide guidance for central nerve block procedures, imaging for guidance of biopsy and imaging to assist in he placement
of needles and catheters in vascular or other anatomical structwres. Color Doppler includes velocity coler Doppler. Celor Dappler can be combined with any
imaging mode. M-Mode includes anatomical M-Mode, and caler M-Mode.

All items marked “P” were previously cleared in 510(k} K0820%8.

Prescription Use {Per 21 CFR 801,108)

Indications for Use Section 1.3




Table 1.3-10 Diagnostic Ultrasound Indications for Use Form - ICTx/8-5 Transducer

System:

SonoSite Maxx™ Series Ultrasound System

Transducer:

ICTx/8-5 MHz Transducer

Intended Use:

Diagnostic ultrasound imaging or fiuid flow analysis of the

human body as follows:

Clinical Application Mode of Operation
Color Combined Cther
Bl M| PWD | CWD Doppler (Spec.) (Spec.)
Ophthalmic
8+M; B+PWD;
Fetal Pl P P P B+CD Note 1
Abdominal
Intra-operative (Abdominal organs and vascular)
Intra-operative {Neuro.)
Laparoscopic
Pediatric
Smail Organ (breast, thyroid, testicles. prostate)
Neonatal Cephalic
Adult Cephalic
B+M; B+PWD;
Trans-rectal Pl P P P B+CD Note 1
B+M, B+PWD;
Trans-vaginal Pl P P P B+CD Note 1

Trans-urethral

Trans-esoph. (non-Card.}

Musculo-skel. {Convent.)

Musculo-skel. {Superfic.)

Intra-luminal

Other (spec.)

Cardiac Adult

Cardiac Pediatric

Trans-esophageal {card.)

Other {spec.)

Peripheral vessel

Other {spec.}

N= new indication; P= previously cleared by FDA; E= added under this appendix

Additional Comments:

Note 1. Other includes color power Doppler, combined B and coler power Doppler, 3-D/4-D imaging. tissue harmonic imaging, SonoRes/SonoHD imaging,
SoneMB cormpound imaging, tissue Doppler imaging (TDI}, elastography imaging, strain rate imaging, imaging for guidance of biopsy and imaging to assist in
the ptacement of needles and catheters in vascular ar other anatomical structures. Color Doppler inciudes velocity color Doppler. Cobor Doppler can be combined
with any imaging mode, M-Mode includes anatomical M-Mode, and color M-Made.

All items marked “P" were previously cleared in §10{k) K082098,

Prescription Use (Per 21 CFR 801.109)

Indications for Use

Section 1.3




Table 1.3-11 Diagnostic Ultrasound Indications for Use Form — L.25x/13-6 Transducer

System:

SonoSite Maxx™ Series Ultrasound System

Transducer:

L25x/13-6 MHz Transducer

Intended Use:

Diagnostic ultrasound imaging or fluid flow analysis of the

human body as follows:

Clinical Application

Mode of Operation

Coler Combined Other
B | M PWD CwWD Doppler {Spec.} {Spec.)
Ophthalmic Pl P P B+M: B+CD Note 1
Fetal
Abdominal Pl P P B+M; B+CD Note 1
Intra-operative (Abdominal organs and
vascular) Pl P P B+M: B+CD Note 1
Intra-operative (Neuro.)
Laparoscopic
B+M; B+CWD;
Pediatric P|P P B8+CD Note 1
Smaill Organ (breast, thyroid, testicles. prostate} | P | P P B+M; B+CD Note 1
Neonatal Cephalic
Adult Cephalic
Trans-rectal
Trans-vaginal
Trans-urethral
Trans-esoph. (non-Card.)
Musculo-skel. (Convent.) P| P P B+M; B+CD Note 1
Musculg-skel. (Superfic.) Pl P P B+M; ;B+CD Note 1
Intra-luminal
Other (spec.)
Cardiac Adult
Cardiac Pediatric
Trans-esophageal (card.)
Other (spec.)
Peripheral vessel Pl P P B+M; B+CD Note 1
Other (spec.)

N= new indication; P= previously cleared by FDA; E= added under this appendix

Additional Comments:

Note 1: Other includes coler power Doppler, combined B and color power Deoppler, 3-Di4-D imaging, tissue harmosic imaging, ScnoRes/SonoHD imaging,

SonoMBIMBe compound imaging, tissue Doppler imaging (TDI), elastography imaging, strain rate imaging, imaging guidance for peripheral nerve block

precedures, imaging for guidance of biopsy and imaging to assist in the placement of needies and catheters in vascular or other anatomical structures. Colar
Doppler includes velocity color Doppler. Coler Doppler can be combined with any imaging mode. M-Mode includes anatomical M-Mede, and color M-Mode.

All items marked “P” werse previously cleared in 510{k) K082098,

Prescription Use (Per 21 CFR 801.109)

Indications for Use

Page 91 of 3523

Section 1.3




Table 1.3-12 Diagnostic Ultrasound Indications for Use Form - L38x/10-5 Transducer

System:

SonoSite Maxx™ Series Ultrasound System

Transducer:

L38x/10-5 MHz Transducer

Intended Use:

Diagnostic ultrasound imaging or fluid flow analysis of the

human body as follows:

Clinical Application

Mode of Operation

Color Combined Other
B| M| PWD CwD Doppler {Spec.) {Spec.)
QOphthalmic
Fetal
B+M; B+PWD;
Abdominal P|P P P B+CD Note 1
B+M; B+PWD;
Intra-operative {Abdominai organs and vascular) | P | P P P B+CD Note 1
Intra-operative (Neurg.)
Laparoscopic
B+M; B+PWD;
Pediatric P| P P P B+CD Note 1
B+M; B+PWD;
Small Organ (breast, thyroid, testicles. prostate} | P | P P P B+CD Note 1
Neonatal Cephalic
Adult Cephalic
Trans-rectal
Trans-vaginal
Trans-urethral
Trans-esoph. {(non-Card.}
B+M; B+PWD;
Muscule-skel. (Convent.) P| P P P B+CD Note 1
B+M; B+PWD;
Musculo-skel. {(Superfic.) P| P P P B+CD Note 1
Intra-luminal
Other (spec.)
Cardiac Adult
Cardiac Pediatric
Trans-esophageal (card.)
Other (spec.)
B+M; B+PWD;
Peripheral vessel P | P P P B+CD Note 1

Other {spec.)

N= new indication; P= previously cleared by FDA,; E= added under this appendix

Additional Comments:

Note 1: Other includes color power Doppler, combined B and color power Doppler, 3-D/4-D imaging, tissue harmonic imaging, SonoRes/SonoHD imaging,
SonoMB compound imaging, tisste Doppler imaging (TO}), elastography imaging, strain rate imaging, imaging guidance for peripheral nerve bfock procedures,
imaging of spinal cord to provide guidance for central nerve block procedures, imaging for guidance of biopsy and imaging to assist in the placement of needles
and catheters in vascular or other anatomical structures. Color Doppier includes velocity cotor Doppler. Color Doppler can be combined with any imaging mode.

M-Mode¢ includes anatomical M-Mode, and color M-Mode.

All items marked “P” were previousfy cleared in 510(k} K082098.

Prescription Use (Per 21 CFR'801.108)

Indications for Use

Section 1.3




Table 1.3-13 Diagnostic Ultrasound Indications for Use Form — L52x/10-5 Transducer

System:

SonoSite Maxx™ Series Ultrasound System

Transducer:

£52x/10-5 MHz Transducer

Intended Use:

Diagnostic ultrasound imaging or fluid flow analysis of the

human body as follows:

Clinical Application

Mode of Operation

Color Combined Other
B M PWD CWD Doppler (Spec.) {Spec.)
QOphthalmic
B+M. B+PWD;
Fetal Pl P P P B+CD Note 1
B+M, B+PWD;
Abdominal Pl P P P B+CD Note 1
B+M; B+PWD;
Intra-operative (Abdominal organs and vascular) | P | P P P B+CD Neote 1
Intra-operative (Neuro.)
Laparoscopic
B+M; B+PWD;
Pediatric P|P P P B+CD Note 1
B+M; B+PWD;
Small Organ (breast, thyroid, testicles. prostate) | P | P P P B+CD Note 1
Neonatal Cephalic .
Adult Cephalic
Trans-rectal
Trans-vaginal
Trans-urethral
Trans-esoph. {non-Card.}
B+M; B+PWD;
Musculo-skel. (Convent.) PP P P B+CD Note 1
B+M; B+PWD;
Musculo-skel. {(Superfic.} P{P P P B+CD Nate 1
Intra-luminal
Qther (spec.)
Cardiac Adult
Cardiac Pediatric
Trans-esophageal (card.)
Other (spec.)
3 B+M; B+PWD;
Peripheral vessel P{P P p B+CD Note 1

Other (spec.}

N= new indication; P= previously cleared by FDA; E= added under this appendix

Additional Comments:

Note 1. Other includes colar power Doppler. combined B and color power Goppler. 3-D/4-D imaging, tissue harmonic imaging, $onoRes/SonoHD imaging,
SenoMB compound imaging, tissue Doppler imaging (YD1}, elastography imaging, strain rate imaging, imaging for guidance of biopsy and imaging to assist in
the placement of needles and catheters in vascular or other anatomical structures. Color Doppler includes velocity color Doppler, Color Doppler can be combined
with any imaging mode. M-Mode inciudes anatomical M-Mode, and color M-Mode.

All items marked “P” were proviously cleared in 510(k) K082098.

Prescription Use (Per 21 CFR 801.1089)

Indications for Use

Section 1.3




Table 1.3-14 Diagnostic Ultrasound Indications for Use Form — P10x/8-4 Transducer

System:

SonoSite Maxx™ Series Ultrasound System

Transducer:

P10x/8-4 MHz Transducer

Intended Use:

Diagnostic ultrasound imaging or fluid flow analysis of the
human body as follows:

Clinical Application Mode of Operation
Color Combined Qther
B|M[ PWD | CWD | Doppler {Spec.) (Spec.)
Ophthalmic PIP| P P B+M, B+PWD; B+CD Note 1
B+M, B+PWD :
Fetal PIP|. P P B+CD Note 1
Abdominal PP P P P B+M; B+PWD; B+CWD; B+CD | Note 1
B+M; B+PWD
Intra-operative (Abdominal crgans and vascular}{ P|P| P P B+CD Note 1
Intra-operative (Newro.) PIP} P P B+M; B+PWD; B+CD Note 1
Laparoscopic )
Pediatric P|P P P B+M; B+PWD Note 1
B+M,; B+PWD
Small Organ {breast, thyroid, testicles. prostate)|P| P P P B+CD Note 1
B+M; B+PWD
Neonatal Cephalic PP P P B+CD Note 1
Adult Cephalic Pi{P P P 8+M; B+PWD; B+CD Note 1
Trans-rectal
Trans-vaginal
Trans-urethral
Trans-esoph. {non-Card.)
. B+M, B+PWD
Musculo-skel. (Convent.) P{P P P B+CD Note 1
Musculo-skel. {Superfic.)
Intra-luminal
Other {spec.}
Cardiac Adult PIF| P P P B+M; B+PWD; B+CWD; B+CD | Note 1
Cardiac Pediatric PIP P P P B+M; B+PWD; B+CWD; B+CD | Note 1
Trans-esophageal {card.)
Other {spec.}
Peripheral vessel PiP P P B+M; B+PWD; B+CD Note 1

Qther (spec.}

N= new indication, P= previously cleared by FDA; E= added under this appendix

Additional Comments:

Note 1: Other includes color power Doppler. combined B and celor power Doppler, 3-D/4-D imaging, tissue harmonic imaging, SonoRes/SonoHD imaging,

SonoMB compound imaging, tissue Doppler imaging (TDI), color TDI, elastography imaging, strain rate imaging, imaging guidance for peripheral nerve
block procedures, imaging for guidance of biopsy and imaging to assist in the placement of needles and catheters in vascular ar other anatomical structures,
Calor Doppler includes velocity color Deppler. Color Doppler can be combined with any imaging mode. M-Mode includes anatomical M-Mode, and calor M-

Mode.

All items marked “P" were previously cleared in 510{k) K0820938.

Prescription Use (Per 21 CFR 801,109}

Indications for Use

Section 1.3




Table 1.3-15 Diagnostic Ultrasound Indications for Use Form — P21x/5-1 Transducer

System:

SonoSite Maxx™ Series Ultrasound System

Transducer:

P21x/5-1 MHz Transducer

Intended Use:

Diagnostic ultrasound imaging or fluid flow analysis of the
human body as follows:

Clinical Application .

Mode of Operation

Color Combined Other
B(M| PWD | CWD | Doppler (Spec.) (Spec.}
Ophthalmic P|IP| P P B+M; B+PWD; B+CD Note 1
B+M; B+PWD
Fetal P|P| P P B+CD Note 1
Abdominal P|P| P P P B+M; B+PWD; B+CWD; B+CD | Note 1
B+M; B+PWD
Intra-operative {Abdominal grgans and vasculan}|P|P| P P B+CD Note 1
Intra-operative {Neuro.)
Laparoscopic
Pediatric P|P| P P B+M; B+PWD Note 1
B+M; B+PWD
Small Organ (breast, thyrgid, testicles. prostate}|P| P P P B8+CD Note 1
B+M; B+PWD
Necnatal Cephalic P[P P P B+CD Nate 1
Adult Cephalic P|P| P P B+M; B+PWD; B+CD Note 1 -
Trans-rectal
Trans-vaginal
Trans-urethral
Trans-esoph. (non-Card.)
B+M; B+PWD
Musculo-skel. (Convent.) PP P P B+CD Note 1
Musculo-skel. (Superfic.)
Intra-luminal
Cther (spec.}
Cardiac Adult PiP P P p B+M; B+PWD; B+CWD; B+CD | Note 1
Cardiac Pediatric PIP| P P P . B+M; B+PWD; B+CWD; B+CD | Note 1
Trans-esophageal (card.)
Other {spec.)
Peripheral vessel PIP P P B+M; B+PWD; B+CD Note 1
Other {spec.)

N= new indication; P= previously cleared by FDA; E= added under this appendix

Additional Comments:

Note 1: Other includes color power Doppler, combined B and ¢olor power Doppler, 3-D/4-D imaging, tissue harmonic imaging. SonoRes!/SonoHD imaging,

SonoMB compeund imaging, tissue Doppler imaging (TD{), color TD, elastography imaging, strain rate imaging, imaging for guidance of biopsy and imaging
1o assist in the placement of needles and catheters in vascular or other anatomical structures. Color Doppler includes velocity color Doppler. Color Doppler can
be combined with any imaging mode. M-Mode includes anatomical M-Mode, and color M-Mode.

All items marked “P" were previously cleared in 510{k) K032098,

Prescription Use {Per 21 CFR 801.109)

Indications for Use

Section 1.3




Table 1.3-16 Diagnostic Ultrasound Indications for Use Form — SLAx/13-6 Transducer

System:

SonoSite Maxx™ Series Ultrasound System

Transducer:

SLAX/13-6 MHz Transducer

Intended Use:

Diagnostic ultrasound imaging or fiuid flow analysis of the

human bedy as follows:

Clinical Application Mode of Operation
Color Combined Other
B M PWD CWD Doppler {Spec.} {Spec.)
B+M; B+PWD;
Ophthalmic Pl P P P B+CD Note 1
Fetal
Abdominal
B+M; B+PWD;
Intra-operative (Abdominal organs and vascular) | P | P P P B+CD Note 1
) B+M; B+PWD;
Intra-operative (Neuro.) Pl P P P B+CD Note 1
Laparoscepic
B+M; B+PWD;
Pediatric PI P P P B+CD Note 1
B+M; B+PWD,
Small Organ {breast, thyroid, testicles. prostate) [ P | P P P 8+CD Note 1
Neonatal Cephalic
Adult Cephalic
Trans-rectal
Trans-vaginal
Trans-urethral
Trans-esoph. (non-Card.)
. B+M; B+PWD; :
Musculo-skel. (Convent.) Pl P P P B+CD Note 1
. B+M; B+PWD;
Muscuio-skel. (Superfic.} Pl P P P B+CD Note 1
Intra-luminal
Other (spec.)
Cardiac Adult
Cardiac Pediatric
Trans-esophageal (card.)
Cther {spec.}
B+M; B+PWD;
Peripheral vessel P| P P P B+CD Noté 1
Cther (spec.)

N= new indication; P= previously cleared by FDA; E= ad

Additional Comments;

ded under this appendix

Note 1: Other includes color power Doppler, combined B and color power Doppler, 3-Di4-D imaging, tissue harmanic imaging, SonoRes/SenoHD imaging.
SenoMB compaund imaging, tissue Doppler imaging (TDI), elastography imaging, strain rale imaging, imaging guidance for peripheral nerve block
procedures, imaging for guidance of biopsy and imaging to assist in the placement of needles and catheters in vascular or other anatomical structures. Color
Daoppler includes velocity color Doppler. Coler Doppler can be combined with any imaging mode. M-Mode includes anatomicaf M-Mode, and cotor M-Mode.

All itemns marked “P” were previously cleared in 510[k) K0§2093.

Prescription Use (Per 21 CFR 801,109)

Indications for Use

Section 1.3




Table 1.3-17 Diagnostic Ultrasound indications for Use Form — TEEx/8-3 Transducer

System:

SonoSite Maxx™ Series Ultrasound System

Transducer:

TEEx/8-3 MHz Transducer

Intended Use:

Diagnostic ultrasound imaging or fluid flow analysis of the
human body as follows: ,

Clinical Application

Mode of Operation

Color Combined QOther
B|M| PWD | CWD | Doppler {Spec.} (Spec.)

Ophthalmic

Fetal

Abdorminal

Intra-operative {Abdominal organs and vascular)

Intra-operative {Neuro.)

Laparoscopic

Pediatric

Small Organ (breast, thyroid, testicles. prostate)

Neaonatal Cephalic

Adult Cephalic

Trans-rectal

Trans-vaginal

Trans-urethral

Trans-esoph. (non-Card.)

Musculo-skel. (Convent.)

Musculo-skel. {Superfic.)

Intra-luminal

Other (spec.)

Cardiac Adult

Cardiac Pediatric

Trans-esophageal {card.)

PIP| P P P B+M: B+PWD; B+CWD; B+CD | Note 1

Other (spec.)

Peripheral vessel

Other (spec.)

N= new indication; P= previously cleared by FDA; E= added under this appendix

Additional Comments:

Note 1: Other includes color power Doppler. combined 8 and color power Dopgler, 3-D/4-D imaging, tissue harmonic imaging, SonoRes/SonoHD imaging,
SanoME compound imaging, tissue Doppler imaging (TDi), color TDI, elastography imaging, strain rate imaging, imaging for guidance of biopsy and imaging
ta assist in the placement of needles and catheters in vascular or other anatomical structures. Color Doppler includes velocity colar Doppler. Color Doppler can
be combined with any imaging mode. M-Mode includes anatomical M-Mode, and color M-Moda.

All items marked “P*" were previously cleared in 510(k) K082098,

Prescription Use (Per 21 CFR 801.109)

e
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